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Abstract

The NASA Glenn Research Center's Hypersonic

Tunnel Facility (HTF), located at the Plum Brook

Station in Sandusky, Ohio, is a non-vitiated, free-jet

facility, capable of testing large-scale propulsion
systems at Mach Numbers from 5 to 7. As a result of a

component failure in September of 1996, a restoration
project was initiated in mid-1997 to repair the damage

to the facility. Following the 2-1/2 year effort, the HTF
has been returned to an operational condition.

Significant repairs and operational improvements have
been implemented in order to ensure facility reliability

and personnel safety. As of January 2000, this unique,
state-of-the-art facility was ready for integrated

systems testing.

Introduction and Facility Description

The NASA Glenn Research Center's Hypersonic

Tunnel Facility (HTF) is located at the Plum Brook
Station in Sandusky, Ohio. The HTF is a blow-down,

non-vitiated, free-jet facility capable of testing large-
scale propulsion systems at Mach numbers up to 71.

Hypersonic engines, and other models up to 10 feet in
length and 2 feet in diameter, can be accommodated

within the test section. Testing features include the
ability to provide true temperature, pressure, and air

composition for Mach numbers 5 through 7. A large
steam-driven ejector evacuates the test cabin and

provides altitude simulation. The operating envelope
for the HTF is shown as Figure 1. A facility isometric
diagram and a component illustration are presented as

Figures 2 and 3.

The driving fluid for the tunnel is pressurized gaseous
nitrogen. A 663,000 standard cubic foot, 4500 psig

rated, railroad tank car is located adjacent to the
facility 2. Nitrogen flows up to 130 Ibndsecond, and

pressures up to 1200 psig, can be supplied to the
facility via the tank car.

The gaseous nitrogen is ported to a vertically oriented,

3 MW cylindrical induction heater that is
approximately 40 ft. in height by lO ft. in diameter

(see Figure 4). The inductively heated core of the
heater consists of fifteen cylindrical, graphite susceptor

blocks, stacked one -on-top-of-the-other. Each

susceptor block is 6 ft. in diameter by 2 ft. in height,
and has 1945 holes (ranging between 0.75" and 1.125"

in diameter) drilled axially through the block. As the
blocks are stackedto form the core, hexagonal graphite

keys are installed at each block interface to orient the
drilled holes. The perimeter of each susceptor block is

wrapped with a 10 inch thick layer of graphite felt
insulation. A cylindrical, 2 inch thick silicon tile wall

surrounds the susceptor block/graphite felt core.

A 4-piece, water-cooled, helical copper coil surrounds

the susceptor block/graphite felt core and generates the
inductive field. Each helical coil is fabricated from

1-5/8 inch diameter copper tubing with a wall thickness
of 0.25 inches. Current is passed through the copper

cross-sectional area of the tubing, using a 180 hertz,
single phase, 750 volt power source. De-ionized water

is pumped through the internal diameter to cool the coil
and other components within the heater. The induced

field resistively heats the outer 4 inches of the
susceptor block 1. The remainder of the block increases

in temperature as heat conducts radially through the

graphite towards the block centerline.

Heating of the 60,000 pound graphite core must be

done slowly to minimize thermal stresses within the
susceptor blocks. Consequently, heating of the core,

from ambient temperature up to 4600 °R (maximum
temperature), can take up to 100 hours. Each of the
four sections of the induction coil can be independently

controlled to accomplish desired temperature gradients
throughout the heater. Susceptor block surface

temperatures are measured at scheduled time intervals
with portable pyrometers and the induction coil control

is performed manually.

The heated nitrogen gas exits the top of the induction
heater and flows through a series of bolted, water-

cooled components that are collectively referred to as
the "hot train" (see Figure 3). The hot gas flows

through the 18-inch bore of these assembled
components which consist of:
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• A ballvalve.Thiscomponentis usedonlyasa
spool-piece,andisnotanoperationalvalve.

• Thegraphite-linedHotTee.
* TheRadiationShutterValve(RSV).
• TheDiluentInjectionFlange.Threeflangesexist,

oneforeachMachnumbercondition(5,6,and7).
• Thefilmcoolingflange
• Themixingsection.
• Theadapterflange.
• Thefacilitynozzle.Threenozzlesexist,onefor

eachMachnumbercondition.

Whenatunnelrunisinitiated,upto 130Ibm/secondof
nitrogengasisportedthroughtheinductionheater.As
the hot nitrogen exits the heater and flows through the

hot train, an ambient temperature gaseous oxygen and
gaseous nitrogen mixture is introduced into the flow

stream through the Diluent Injection Flange. An analog
flow computer is used to meter the diluent flow rates

and oxygen/nitrogen compositions that are injected into
the flow stream. Since the temperature of the nitrogen

exiting the heater gradually decreases with time (as the
storage heater core temperature drops), the diluent

flows must be metered to compensate for the changing
conditions. Through a complex series of control logic,
synthetic air is produced with "true air" chemical

composition and total temperature conditions to match
the desired Mach number.

The hot nitrogen and the injected diluent gases are

ported through a water-cooled mixing section prior to

entering the water-cooled converging-diverging nozzle.
Each of the three facility nozzles has a 42-inch exit
diameter with internal contours that expand the flow to
the desired Mach 5, 6, or 7 conditions. The outlet of the

nozzle protrudes through the wall of the domed,

cylindrical test cabin, which is 25 feet in diameter and
20 feet in height. A supersonic diffuser penetrates

through the wall of the test cabin opposite of the

facility nozzle outlet.

The test article is mounted on an overhead, translating
thrust stand located between the nozzle outlet and the

diffuser. The test article can be translated up to

30 inches along the free-jet axis and can be

hydraulically pivoted to a 5° angle of attack 3. The
thrust stand is designed to accommodate a test article

weighing up to 16,000 pounds and capable of

producing 8,500 pounds of thrust.

Altitude simulation within the test cabin and

exhausting of the test article combustion products is

accomplished using a diffuser/steam ejector system.
This system consists of a supersonic diffuser, a

subsonic diffuser, a spray cooler, and a single stage

steam ejector. The supersonic diffuser consists of a
translatable, water-cooled, 48-inch diameter inlet

collection cone followed by a constant diameter section
30 feet in length and 43 inches in diameter. The

subsonic diffuser incorporates water spray nozzles

designed to cool the exhaust gases to saturation
temperatures. The single stage steam ejector uses a
coaxial nozzle and consumes 500 Ibm/second of steam

at 130 psig. Steam is supplied to the ejector through a

30-inch diameter pipeline, which connects the ejector
to five 500 psig steam accumulators with a combined

useful capacity of 140,000 pounds of steam. The
accumulators are located roughly 1800 feet from the

HTF Facility.

HTF Faciliq' History

The present Hypersonic Tunnel Facility configuration is

actually a retrofit of an original facility. In 1965, ground
was broken, at the present HTF site, for a test cell called

the Hydrogen Heat Transfer Facility (HHTF). Included
in the HHTF construction project was the installation of
a 40-foot high by 10-foot diameter induction furnace

that featured a graphite pebble-bed susceptor core. In
1968, the Hypersonic Research Engine (HRE) Program

required a facility for propulsion testing of hardware.
Modifications were designed to convert the HHTF to a

horizontally configured hypersonic tunnel. In 1969, the
new test cabin, the steam ejector train, and the spray

cooler were installed. In 1970, the graphite pebble-bed
susceptor core was replaced with the solid graphite
block core. Also in 1970, the model thrust stand and the

horizontal hot train components were installed. By July

of 1971, the facility was ready for calibration testing.

In 1974, in accordance with a NASA Headquarters
mandate, Plum Brook Station was placed in a "stand-
by" condition. At HTF, water-cooling systems were

drained and purged, and the induction heater was

sealed and pressurized with nitrogen. Heat was
maintained within some of the electrical equipment

rooms and the control room. The facility remained
dormant until the early 1990s.

In the late 1980s, a positive response to a facility study

initiated a project to reopen the facility. From 1990 to
1993, repairs were made to the steam system, the
water-cooling systems, and the gaseous oxygen system.

All of the high-pressure gas storage bottles were
recertified in accordance with ASME codes. Also, the

facility controls and the steam boiler controls were

refurbished. Facility integrated systems tests were
initiated in 1994 and 1995. In July of 1996, the first

series of propulsion tests at conditions up to Mach 6.6
were performed.
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In Septemberof 1996,duringa testrunat Mach7
conditions,a failureoccurredwith the RSV.Hot
gaseousnitrogen,at a 4,040°F, 1,050psig,and
125Ibm/second,wasflowingthroughtheRSVatthe
timeofthefailure.Coolingwaterpassagesinallthree
of themajorRSVcomponentswerebreachedbythe
hotgas.Uponlossof coolingwater,theupperportion
ofthevalvemeltedandthetophalfoftheshutterblade
(andpartoftheactuatorpackage)wasejectedfromthe
hottrain.Coolinglines,bothupstreamanddownstream
of thebreachpoints,alsomeltedandcreatedseveral
additionalsightswherehotgaseousnitrogenexitedthe
hot train.Thecabinandthe testarticlewerenot
damaged.

WhentheRSVcoolingwatersystemwasbreached,the
water-coolingsystemsfeedingotherHTFcomponents
wereinterrupted.Mostsignificantly,thewaterflow
throughthe GN2heaterinductioncoil was lost.
Consequently,damagewassustainedto theinduction
coilandthesusceptorcore.

Restoration Project Overview

In July of 1997, the HTF restoration project was
initiated. The work scope for this project was

developed from the following items:

* Restore all facility hardware damaged as a result
of the RSV failure.

• Institute more health monitoring into the critical

facility systems. Also, implement better abort
monitoring and data time stamping into the

controls systems.

• Re-design critical water-cooling systems to

include separate water supply/return circuits (with
automatic isolation valves) for each component.

• Use modern computer software to analyze the
structural and thermal conditions occurring within

critical HTF components.

• Use modern computer software to create a

dynamic thermal model of the induction heater
core. This model would be used to modify

operational procedures to minimize thermal
stresses in the susceptor blocks. Also, the model

would be used as a tool to optimize heater
performance and to predict gas exit conditions.

• Perform chemical analysis to better understand the

effects of purge gases and contaminant
interactions with the graphite susceptor core at

high temperatures. This would be used to
implement better gas monitoring systems within

the heater and to optimize the purge gas
operations.

Upon completion of the restoration project, all of the
damaged HTF components had been repaired or

replaced with new, improved components. Also, the
project team addressed many issues that were known

HTF historical problem areas. These improvements
were accomplished by providing either improved

hardware, modified operating procedures, or improved
health monitoring and data logging. As of January

2000, operations personnel are preparing to perform

the integrated systems tests for the rebuilt facility.

Refurbished Induction Coil

As indicated previously, the four-piece induction coil
sustained some damage when cooling water was

interrupted as a result of the RSV failure. Much of the
electrical insulation had been damaged, and many of

the bronze support studs, which bolt the copper coil to

the structural support members, had failed. The design
team was also concerned that the intense heat could

have caused metallurgical changes in the copper.

However, in-house inspections and material tensile

tests verified that the base copper material was sound
and could be utilized for the rebuilt coil.

The original coil fabricator was used as a consultant for

the repairs. Following a thorough design process, the
following modifications were made to the coils:

a) Modern, sprayed-on electrical insulation was

applied to the coil in lieu of the insulation tape
used on the original coil.

b) The original support structure boards had been
fabricated from transite (asbestos). A composite

board, consisting of fiberglass fibers in a polyester
resin, was used in lieu of the transite.

c) Based upon the electrical requirements for the coil
(180 hertz power), the design team was concerned
about electrically induced vibrations that could

reduce the fatigue life of the support studs.

Consequently, the existing brass studs were
replaced with larger diameter, copper-welded
silica-bronze studs. Approximately 4000 studs

were replaced on the four coil sections.

During the repair procedures, a bead-blasting

process was used to remove what remained of the old
insulation off of the copper coils. Upon completion of
this process, the copper joints in the coil were exposed.

As discussed previously, the helical induction coil was

originally fabricated from 1-5/8 diameter copper tubing
having a 0.25 inch wall thickness. The coil was built by
brazing several 20-foot lengths of the tubing together

and winding the tubing around a mandrel.
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Consequently,eachofthefourcoilsectionscontained
roughly7 brazedjoints(sumtotalof 29jointsforthe
4 coils).Whenpressuretestingwasperformedonthe
barecoils,leakswereidentifiedatsomeof thejoints.
Basedonchemicalanalysis,it wasdeterminedthatcoil
leakageduringheateroperationscouldleadtographite
susceptorblockdegradation4.

Theinductioncoilstypicallymustsurvivean80psig
internaloperatingpressure(coolingwaterpressure)
anda 1,200psigmaximumexternalpressureexerted
by the flowingnitrogengas.Basedupon these
conditions,theprojectteamperformedASMEB31.3
calculationsto determineif theexistingjointswere
structurallysufficient.Uponreviewof theresults,a
determinationwas madeto replaceeverycopper
brazedjoint witha copperweldedjoint. Sincethe
chemicalanalysishadrecommendedthat the total
watervaporcontentwithintheheaterbekeptbelow
I0ppm,eachjointwas100%x-rayinspectedtoensure
weldintegrity.Figure5 showsthewoodfixturesused
to supportthe coils during the joint welding
procedures.

Oncethejoint weldingwascompletedandthenew
supportstudswereweldedtotheouterdiameterof the
tubing,thebarecoilwasleaktested.A plastictentwas
builtaroundthecoilandfilledwithgaseoushelium.A
vacuumwaspulledontheinternaldiameterofthecoil,
andthecontentswereanalyzedbyMassSpectrometry.
Thecoilsectionswerethensubjectedtoahydrostatic
testat1.5timesthemaximumoperatingpressure.

Finally,thenewcoilinsulationwasappliedinaspray
booth.Followinga continuitytest to ensurethe
integrityoftheinsulation,thecoilswerepackagedand
shippedtoPlumBrookStation.

Figure6 showstherefurbishedcoilsbeinginstalled
withintheheaterpressurevessel.Uponcompletionof
thecoil installation,a leaktestwith heliumwas
performedagaintoensurethatnodamagehadoccurred
duringshippingor installation.Thede-ionizedwater
inletandoutletpipingwasthenconnectedtothecoils.
Asa finalcheck,theentiresystemwassuccessfully
hydrotestedagainat1.5timesthemaximumoperating
pressure.

Restored Graphite Susceptor Core
and Redesigned Heater Hardware

Following the RSV failure, the 15 susceptor blocks
were removed from the induction heater. Inspection of

the blocks indicated that the two upper-most susceptor
blocks had cracks in the webbing between the holes

and on the outer surface, and seven susceptor blocks

showed signs of significant perimeter erosion. Also,

the graphite transition cone, located at the top of the
susceptor core, sustained a deep crack all the way

through the thickness of the cone. The six bottom-most
blocks did not sustain any damage and were therefore
considered to be reusable.

Figure 7 shows several of the newly machined
susceptor blocks that were delivered to Plum Brook

Station. As previously discussed, prior to installation,

each block was wrapped with a 10-inch thick graphite
blanket. These blankets were fabricated by stitching

together multiple layers of graphite felt material.
Figure 8 shows the susceptor blocks wrapped with the
blankets. Prior to installation within the heater, the

blankets were compressed with perimeter restraints

attached to "release strings". Once a block was placed
within the heater, the strings were pulled which
released the restraints and allowed the blanket material

to expand and fill the annular space between the

perimeter of the block and the silicon tile wall.

The susceptor core of the heater is supported from the

bottom of the heater vessel by a round carbon steel

pedestal. This pedestal consists of a ring-shaped
vertical flange welded to a fiat horizontal flange. The
horizontal flange supports the outer 3 inches of the

bottom-most susceptor block. The horizontal and
vertical flanges of the pedestal were isolated from the

hot susceptor block with insulation pads. Since the
heater purge gas inlet ports are located near the bottom

of the heater, the flowing gas provides convective
cooling of the pedestal.

During previous operations, thermocouples mounted

on the pedestal had typically indicated high flange
temperatures. This had forced operations personnel to

maintain lower temperatures in the bottom blocks,
which reduced the overall thermal capacity of the
heater. When the heater was disassembled, it was

found that the horizontal and vertical insulation pads

were flattened and were not providing sufficient
thermal protection.

MSC.Patran THERMAL computer software was used

to model the steady-state thermal conditions occurring
at the bottom of the heater. The software model was

calibrated using actual thermocouple data from
previous heater operations. This model indicated that,
due tO thermal growth of the bottom block, there was

minimal clearance between the outer perimeter of the

block and the vertical flange of the steel pedestal ring.
As a result of this finding, the thickness of the vertical

flange (which was not a structural member) was
reduced on a milling machine to provide more

clearance. Also, a new insulation pad was designed to

NASA/TM--2000-209930 4



insulatethe horizontalflange.A rigid carbon-
compositeboard,havingan excellentcompressive
strengthandgoodthermalresistanceproperties,was
usedforthepadfabrication.

Duringthemodelingof thelowerheatercomponents,
hightemperatureswerealsoidentifiedinanotherheater
componentcalledthebaffleplate.Thiscomponent,
locatedabovethegaseousnitrogeninletportat the
bottomof theheater,is usedto evenlydistributethe
incomingnitrogengasacrossthebottomfaceofthefirst
susceptorblock.Thebaffleplateconsistedofastainless
steeldiscsupportedbythreepostsandprotectedfrom
thermalradiationby a shieldincorporatingfibrous
insulation.Although not in direct contact with the hot
susceptor blocks, the baffle plate was located very close
to the bottom-most block, and therefore heated up due to

the intense radiation heat transfer. This plate is also

subjected to a high thermal shock when the hot surfaces
are exposed to the 130 Ibm/second of in-rushing cold

nitrogen during a tunnel run.

Using the thermal model to validate concepts, the

baffle plate was replaced with a new design that
incorporated a disc and support posts fabricated from
inconel 718 and a radiation shield fabricated from the

rigid carbon-composite board. The radiation shield was

offset from the disk to minimize paths for conduction
heat transfer.

Revised Heater Purge Gas Procedures

In order to better understand the high temperature
interactions of heater contaminants (i.e. oxygen, water

vapor, etc.) and purge gases with the graphite susceptor

core, a thorough chemical analysis was performed.
Historically, there had been concerns regarding the
facility procedures for drying out the heater bed prior

to heating to maximum temperatures. Also, since high
temperatures are maintained within the heater for long

periods of time prior to a tunnel run, there was a
concern that the heater purge procedures could actually

be a contributor to susceptor block degradation.

Glenn in-house personnel performed the chemical
analysis and presented the conclusions in a detailed

report 4. It was recommended that water vapor content
within the heater be maintained below 10 ppm to

minimize oxidation damage to the graphite. The report
also concluded that the nitrogen purge gas, at

temperatures above 2000 °F, could have adversely reacted

with the graphite to cause consumption of the material.

As a result of the report recommendations, the

following modifications were made:

a)

b)

c)

New heater "bake-out" procedures were

developed that incorporate heat up and
evacuation (with a vacuum pump) operations.

A modem gas analyzer system was installed to

sample the atmosphere within the heater.

Operational "red-line" conditions were
established for oxygen and water vapor content.
The heater purge gas system was modified to

incorporate a helium gas purge when the core

temperature exceeds 2000 °F. Helium gas was
also considered favorable due to its superior

cooling properties (could keep the pedestal and
baffle plate cooler).

The report also suggested that the small amounts of

water leakage from the original induction coil could
have caused graphite degradation. Consequently, the

extensive coil joint repairs, which were validated by
stringent leak testing procedures, will improve the life
of the core.

Redesigned Radiation Shutter Valve

Being the "failed component", the RSV received a high
level of scrutiny. The design team was faced with some
basic decisions that needed to be addressed including:

a) Rebuild the facility with no RSV.

b) Replicate the original design.
c) Design a modified version of the original design.
d) Consider a completely new radiation shield

concept.

A design decision matrix was used to evaluate the four
possibilities. Each concept was graded on the basis of:

• design/fabrication cost

• design/fabrication schedule impact

• operational complexity

• maintenance requirements

• personnel safety

• risks to the GN_ heater

• operational costs

After compiling a composite score, the team decided to

pursue a modification of the original design (option "c"
above).
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Althoughthetraditional three-piece, gate-valve style
design was replicated in the redesign, many significant

improvements were implemented. During the mishap
investigation, thermal analysis identified problem areas

within the water-cooling liners surrounding the 18-inch
bores of the two valve body halves. High bolt torque

values (required to clamp the valve to its adjacent

components) were restraining areas on the body halves
which were experiencing thermal growth due to high

temperature gradients. Subsequent structural analysis
of these areas indicated stress values well above ASME

Code allowables. Consequently, the team redesigned
the water-cooling liners to incorporate a bellows-style

expansion modification. Thermal and structural
analysis verified ASME Code compliance for the

revised design.

Another significant RSV design modifications
involved the implementation of double O-rings seals.

These seals were designed at both the stationary valve
surfaces and the surfaces between the sliding shutter

blade. The annular spaces between the O-rings is
pressurized with nitrogen at a pressure slightly higher

than the internal flowing fluid pressure. The cavity
pressure is continually monitored and historically

logged and compared so that O-ring integrity can be
assessed.

A variety of additional design improvements were

implemented including:

a) Extemally adjustable rollers were installed within

the valve body halves to ensure smooth blade
travel.

b) The actuator was designed with an oversized

hydraulic cylinder capable of producing additional
force to close the valve in the event of blade

binding.

c) The blade hydraulic actuator was designed with a
spherical joint and trunions to minimize eccentric

loading on the blade during translation.
d) The hydraulic actuator cylinder force is measured

and monitored to indicate binding problems.
e) Shields have been installed, at the top and bottom

of the valve body. These shields are purged with

GN: to minimize air ingestion into the hot train.
f) An improved thermal barrier coating was applied

to the internal bore surfaces of the two valve body
halves and the blade.

The fabricated RSV was subjected to a variety of tests
to validate the design conditions. All internal water

passages on the valve were hydrostatically tested at

1.5 times the operating pressure. The valve was also
bolted to the hot tee (valve in the open position) and
the entire assembly was hydrostatically tested to

1.5 times the operating pressure. The valve blade

differential pressure design was also validated with a
hydrostatic test.

Upon completion of the structural verification testing,

valve functional testing was initiated. The actuator
package was attached to the valve body and the entire

assembly was mounted in a customized stand (see
Figure 9). A portable hydraulic unit was used to test

and adjust all of the hydraulic functions. The blade

travel distance was adjusted to ensure proper seating,
and the stoke-time was set to 7 seconds.

Finally, a series of "stroke tests" were performed
to check the repeatability of all measurements and to

test the O-ring cavity seal gas integrity. By stroking the
valve multiple times and then performing a pressure

decay test on the O-ring seals, the design team was

able to baseline a seal leakage rate to be used for valve
operations. Following the stroke tests, the shutter blade
was removed and sent to the NASA Glenn Inspection

Department. The blade flatness values were base-lined
for future comparison and the blade was reinstalled

into the valve body. The assembled valve was then sent
to Plum Brook for installation into the refurbished hot

train (see Figure 10).

Redesigned Water Cooling Systems

Originally, many of the HTF heater and hot train
components were supplied cooling water in a series
fashion from a common de-ionized water source.

Consequently, when the RSV failed, collateral damage

was sustained by other HTF components due to lost
cooling water flow. Also, if electrical power was lost to

the facility during tunnel operations, the back-up
source of cooling water to the facility was the Plum
Brook Raw Water System. This system, which is

mainly used at the base for fire protection, supplies
minimally filtered untreated water from nearby Lake

Erie. Therefore, if the backup cooling water system
were activated, many of the component cooling water

jackets could experience clogging from entrained dirt

particles and debris.

A significant portion of the restoration project was
devoted to a redesign of these water systems. A new
system was implemented that incorporates separate

water supply and return loops having remotely actuated
isolation valves. Separate circuits were provided for the

heater water jackets and the induction coil, the heater
exit components, the RSV, and the hot train

components. In addition, automatically controlled

diesel pumps were installed, fed from the de-ionized
water tank, to back up the primary electric motor
driven water pumps. In the new configuration, the Raw
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WaterSystemisusedonlyasmeansofbackupif both
theprimaryandbackupdieselpumpsfail,or if thereis
aproblemwiththede-ionizedwaterreservoir.

Theredesignedwatersystempipingandcomponents
werehydrostaticallytestedat 1.5timesthemaximum
operatingpressure.In addition,circuitsetterdevices
wereadjustedtoensurethatdesignedwaterflowrates
weresuppliedtocriticalcomponentsthroughallofthe
coolingloops.Sincea significantamountof water
temperature,pressure,andflowratehealthmonitoring
instrumentswereaddedto thesystem,all instrument
signalswerecheckedduringfacility"dry run" test
procedures.Lastly,thestartupoperationof thediesel
pumpswasverifiedtoensurethatminimaltimedelays
wouldoccurwhenbackupcoolingwaterwasrequired.

Modified Facility Controls System

The original HTF controls system utilized hard-wired
relay logic for most of the control loops. Although this

was a very effective system that worked well for many
years, there were several limitations inherent within the

system that precluded its future use:

a) Following the RSV failure, there was a desire to

add a significant amount of new facility health
monitoring instrumentation. The old system had

vet 3 , limited input/output expansion capability.
b) Another desire, resulting from the failure, was to

implement facility data time stamping capability
and abort sequence monitoring. Implementation of
these features into the hard-wired system would

have been very costly.

Consequently, all of the old relay panels were removed

and replaced with modem programmable logic
controller-based input/output cards, controls hardware,
and ladder-logic software. Also, the facility control

room, which is located roughly 1/4 mile from the

facility, was significantly modified. "Hard" push button
devices, switches, and control panels were replaced
with PC interfaces with interactive software controls.
As a result of the controls hardware and software

modifications, the data time stamping and abort

monitoring features could be implemented and all of
the new health monitoring signals could be
accommodated.

Conclusion

The HTF, a unique and valuable national asset, has

been completely restored to its original operating

capability. The recent restoration project has been
successful in not only repairing the damage caused by

the RSV failure, but in improving operational
reliability. By using modem computer tools to

understand the complex structural, thermal, chemical,
and fluid flow characteristics of the HTF and its

components, significant hardware improvements have

been implemented. Also, procedural modifications
have been made to prolong the life of the induction

heater core, and to reduce overall facility operating
costs. Increased facility instrumentation will also

enable operations personnel to better monitor

component status and predict possible problems and
thus avoiding future failures.
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Figure 3.--HTF Component Illustration, Hot Train and Test Cabin.
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Figure 4.--HTF Gaseous Nitrogen Induction Heater.
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Figure 5.--HTF induction coils in wood fixtures during joint welding.

Note that each of the four major coil sections have been separated into smaller sections.

Figure 6.--Refurbished induction coils being installed within the

heater pressure vessel at the HTF site, Plum Brook Station, Sandusky, Ohio.
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Figure7.mNewly machinedgraphitesusceptorblocks.

Figure8.--Graphite susceptorblockswrappedwith graphiteblankets.
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Figure9.--RedesignedRadiationShutterValve (RSV)
mountedin a standfor functionaltesting.

Figure 10.mRedesignedRadiationShuttermounted
on theHot TeeattheHTF Site,PlumBrook Station.
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Figure 11.--HTF Hot Trainassemblyasof January2000.
(View from behindtheHot Tee,looking towardstheTestCabin)
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